Mirror densitometry for higher sensitivity and resolution.
In order to increase the pathway of the light inside a gel (or autoradiogram) during scanning, it is placed on top of a mirror and the densitometry is performed in a vertical reflection mode. As the light passes the gel a second time after being reflected by the mirror, the absorbance is nearly doubled. This increase in absorbance results in higher sensitivity and resolution.